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INTENDED USE 
For the detection of certain microorganisms that oxidise the amino acid Tryptophan 
into three major end products: indole, pyruvic acid and ammonia.  

 
SUMMARY AND EXPLANATION  
The use of spot indole reagent detects the presence of indole which indicates 
tryptophan degradation and can be accomplished by the addition of certain 
aldehydes to form coloured end products. 
 
PRINCIPLE 
The presence of indole is detected by p-dimethylaminocinnamaldehyde which 
involves a chemical combination producing a distinct blue colour. The presence or 
absence of indole formation is used for bacterial identification. 

 
MATERIALS PROVIDED 
PL.391-10 Spot Indole Reagent 10 ml 

 

MATERIALS REQUIRED BUT NOT PROVIDED 

 Inoculating loops 

 Filter paper   

 Cotton-tipped swabs 

 
STABILITY AND STORAGE 
Spot indole reagent should be stored at 15-25OC in its original container. 

Protect from light. Product stored under these conditions will be stable until the 

expiry date shown on the product label.  

 
PRECAUTIONS 

 For In Vitro Diagnostic Use only. 

 For professional use only.   

 Directions should be read and followed carefully. 

 Do not use beyond the stated expiration dates.  

 Microbial contamination may decrease the accuracy of the test.  

 Safety precautions should be taken in handling, processing and discarding 

all clinical specimens.   

 Process samples in the correct containment level conditions. 

 Dispose of all material in accordance with local regulations. 

TEST PROCEDURE 
Filter paper method: 

1. Dispense 1 to 2 drops of spot indole reagent onto a piece of filter paper 

(Whatman No. 1 or equivalent). 

2. Using an innoculating loop, smear the growth from an actively growing culture 
onto the reagent-saturated area of the filter paper. 

3. Observe the filter paper for the development of a blue colour within 3 minutes. 

 

 

 

Swab Method: 

1. Dispense 1 to 2 drops of spot indole reagent onto the tip of a cotton swab. 

2. Touch the tip of the saturated swab to the top of an actively growing colony on 
the surface of the agar medium. 

3. Observe the cotton tip for the development of a blue colour within 3 minutes. 
 

QUALITY CONTROL PROCEDURE 
Internal quality control of the spot indole reagent must be performed regularly on 

known reference material. 

 

Recommended Quality Control: 

Positive - Escherichia coli NCTC® 12241/ATCC® 25922* (PLD.02) 
Negative – Neisseria gonorrhoea NCTC® 12700 ATCC® 49226* (PLD.96) 

 
INTERPRETATION OF RESULTS 
Positive reaction: the development of a blue colour within 3 minutes. 

Negative reaction: the development of a pink colour within 3 minutes. 

 
LIMITATIONS OF THE PROCEDURE 

 Only experienced personnel should carry out the interpretation of stained slides. 

 Colonies to be tested must be grown on non-glucose containing media. 

 Glucose inhibits Indole Production. 

 MacConkey (MAC) or eosin-methylene blue agar (EMB) should not be used to 
culture organisms for the Indole test because they contain indicators which 
could result in carry over of color, resulting in false positive color interpretations. 

 Some strains of Proteus vulgaris, Providencia and Aeromonas exhibit a false 
negative reaction with the spot indole test. 

 Test colonies must be cultivated on media with adequate trytophan content 
which is necessary for the indole reaction. 

 Media should be checked with known positive and negative control 
organisms. 

 Only pure cultures of organsims are to be tested. Weak false positive 
reactions may occur if the innoculum is a mixed culture of indole positive and 
negative organisms since adjacent colonies are likely to take up diffused 
indole. 
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HAZARD IDENTIIFCATION 

 

PL.391-10 DANGER 
Causes severe skin burns and eye damage.  Do not 
breathe mist/vapours/spray.  Wash exposed skin 
thoroughly after handling.  IF SWALLOWED: Rinse 
mouth.  Do NOT induce vomiting.  IF ON SKIN (or 

hair): Take off immediately all contaminated clothing.  Rinse skin with 
water or shower.  Call a POISON CENTER/doctor if you feel unwell.  
IF IN EYES: Rinse cautiously with water for several minutes.  Remove 
contact lenses if present and easy to do.  Continue rinsing.  Dispose of 
contents/container in accordance with national regulations. 
 

 

 

 

 

*NCTC® and NCPF® are trademarks of Public Health England.  ATCC® strains are 
listed for reference only.  ATCC® is a registered trademark of the American Type 
Culture Collection. 
 

 


